1. Introduction {#sec1-1}
===============

During the last few years we have witnessed a revolution in optical methods that overcome the resolution limitations of classical microscopy \[[@r1]--[@r5]\]. Of these, super-resolution methods PALM \[[@r2]\], F-PALM \[[@r3]\] and STORM \[[@r4]\] are based on localization of photoactivatable or photoswitchable fluorescent molecules with nanometer accuracy in a wide-field image. Recently, these localization based super-resolution methods have been extended to 3D imaging by using special microscope modalities like, astigmatic imaging \[[@r6]\], bi-plane imaging \[[@r7]\], interferometric imaging \[[@r8]\], and double-helix point spread function (DH-PSF) \[[@r9]\].

The DH-PSF is an engineered point spread function applied to 3D imaging, including ranging \[[@r10]\], particle localization \[[@r11]\], particle tracking \[[@r12]--[@r14]\], and localization based super-resolution imaging \[[@r9],[@r15]\]. DH-PSF microscopy is advantageous because it provides uniformly high 3D localization precision and longer depth range \[[@r16],[@r17]\] than methods that use a standard PSF \[[@r18]\], astigmatic PSF \[[@r6],[@r19]--[@r22]\], or bi-plane imaging \[[@r7],[@r21]--[@r24]\].

The DH-PSF has two transverse lobes that rotate about the optical axis with defocus \[[@r10],[@r25]\]. When applied to particle imaging, the DH-PSF provides information about the 3D position of multiple particles within a single image \[[@r12]\]. The 3D position of a particle on the object side is recorded on the image plane in the form of a rotation pattern of the two main lobes. The transverse position is then determined by the center of the pattern and the axial position is determined by its orientation.

The DH-PSF is realized by modifying the pupil plane of the imaging system with a pre-designed phase modulation (phase mask) \[[@r25]\]. All previous implementations of the DH-PSF required either a hologram \[[@r10]\] or a liquid crystal (LC) Spatial Light Modulator (SLM) to apply this phase modulation \[[@r9],[@r12],[@r15],[@r25]\]. Whereas SLMs enable dynamic modulation of the pupil function, they also limit the amount of light transmitted to the detector because they are designed to work with linear polarization producing up to 50% photon loss. Furthermore, SLM's non-ideal modulation results in limited diffraction efficiency (typically in the order of 60% \[[@r9],[@r12]\]). Even with state-of-the-art reflective LC SLMs (Boulder Nonlinear Systems, XY512 Nematic SLM with high efficiency mirror---diffraction efficiency 95%), at best only 47.5% of the photons crossing the system pupil will be detected for an isotropically emitting source. This is a critical limitation for photon-limited applications, like single-molecule fluorescence microscopy, because the loss of photons is directly related to a reduction in precision and resolution \[[@r16],[@r26]\]. Hence, to realize the limits of precision, maximizing the photon-efficiency of the optical system is required. One demonstrated solution is to record a second DH-PSF image by using a half-wave plate to rotate the rejected orthogonally polarized light and then modulating it with the SLM \[[@r15]\]. This approach provides additional polarization information but requires more complicated systems that still suffer from the losses due to the non-ideal SLM diffraction efficiency.

In this paper, we introduce a photon-efficient 3D DH microscope and demonstrate it for photo-activation localization microscopy (PALM). The key innovation is the use of a polarization-insensitive, lithographically fabricated, phase mask (PM) for the efficient collection of emitted photons. This photon-efficient DH microscope represents a major step towards realizing the theoretical localization precision limits while contributing towards an easy implementation of DH-PSFs. We present details of the mask fabrication process in section 2 and the experimental characterization in section 3. Section 4 describes the application to 3D PM-DH-PALM.

2. Phase mask design and fabrication {#sec1-2}
====================================

The phase mask profile to be generated is given in [Fig. 1(a)](#g001){ref-type="fig"} Fig. 1(a) Surface profile of the DH phase mask design. (b) Measured surface profile of the fabricated phase mask. The colormap corresponds to the height relief. The diameter of the mask is 2.7 mm. and its design, based on the theory of propagation invariant beams \[[@r27]\] and 3D light-field synthesis \[[@r28]\], has been reported in \[[@r25]\]. The selected design has phase modulation in the range 0-2π and presents seven phase vortices.

In order to implement this phase mask we control the surface profile of the phase modulation element. Here, we use a positive photo-resist (AZ-4210, Clariant) spin-coated on a glass slide. The relation between surface height *h* and phase delay *φ* is, *h* = *λφ*/\[2*π*(*n*-1)\], where λ is the modulated wavelength and *n* is the refractive index of the resist after development. The refractive index for UV-bleached photo-resist was measured using ellipsometry resulting in *n* = 1.635 ± 0.003 at λ = 632.8 nm.

The photoresist is exposed with a gray-level intensity profile representing the phase modulation of the DH-PSF mask using a mask-less lithography system (IMP SF-100 EXPRESS). A single-shot exposure process enables up to 30 phase levels of addressable height in the photo-resist. The exposed mask is developed in a mixture of AZ-400K and de-ionized water at a ratio of 1:4 for 3 minutes and bleached with a UV lamp to reduce the optical absorbance of the material. In the experiments reported here, the phase mask is 2.7 mm in diameter.

3. Phase mask characterization {#sec1-3}
==============================

We used surface profilometry to characterize the phase mask quality and conducted optical tests to establish the optical efficiency and PSF performance.

3.1. Profilometric measurement {#sec2-1}
------------------------------

A white light interferometer (Zygo New View) was used to verify that the fabricated mask follows the required phase design of the DH-PSF mask. [Figure 1(a)](#g001){ref-type="fig"} shows the design height relief for 514 nm wavelength and the mask design from Ref. \[[@r25]\], while (b) shows the surface profile of the fabricated mask as measured by the profilometer.

The fabricated mask matches the design relief in terms of position of phase vortices, phase gradient and location of the extrema. It is important to note that phase vortices and their locations are critical for generating the desired DH-PSF. The mask was fabricated and tested for λ = 514 nm. The 2π phase delay in wavefront corresponds to a thickness of 816 nm for this photoresist. The imperfections shown in [Fig. 1(b)](#g001){ref-type="fig"} contribute to some scattering, but as we show below, they lead to minor deviations from the ideal DH-PSF design.

3.2. Efficiency measurement {#sec2-2}
---------------------------

The transmission efficiency of the fabricated mask and its ability to localize energy into the characteristic pattern was measured to determine the deviation from ideal performance. The testing setup is shown in [Fig. 2(a)](#g002){ref-type="fig"} Fig. 2(a) Setup for efficiency measurement of the fabricated DH mask. The 514 nm Ar + laser line is spatially filtered. L1 and L2 are achromatic lenses of focal length f = 100 mm. The phase mask is positioned at the back focal plane of L1 (front focal plane of L2) using an *x*-*y*-*z* translation stage. (b) and (c) show respectively the experimental standard and DH PSF, while (d) and (e) show the corresponding, numerically simulated, PSFs. The scale bar is 150 µm.. The 514 nm wavelength line of an Ar + laser (Coherent) is spatial filtered and collimated with a lens of 100 mm focal length (L1). The resulting collimated beam is apertured right after the lens to a 2.7 mm diameter. A second lens (L2) of focal length f = 100 mm focuses the beam onto a CCD camera (Point Grey Research, Chameleon CMLN-13S2M-CS). The fabricated phase mask is placed at the front focal plane of L2 to generate the DH-PSF, and mounted on an *x*-*y*-*z* translation. Alignment is determined via observation of the PSF as the stage is adjusted. Images of the standard PSF are acquired by removing the fabricated mask. The camera is adjusted to maximize dynamic range using the standard PSF and these parameters are stored for later testing of the DH-PSF with the fabricated phase mask in place.

[Figures 2(b) and (c)](#g002){ref-type="fig"} show the experimental standard PSF and DH-PSF images, respectively. [Figures 2(d) and (e)](#g002){ref-type="fig"} show the PSFs simulated numerically \[[@r10]\] with the same system parameters including noise. The dark regions in the experimental PSF images, shown in [Figs. 2(b) and (c)](#g002){ref-type="fig"}, were characterized and found to have single pixel 0/1 noise with density 0.3. This noise was added to the simulated PSF images so as to make theoretical efficiency calculations consistent with the experimental conditions.

One method of measuring the *transmission efficiency, η,* through the mask is to observe the reading of an optical power meter placed behind the Fourier plane with and without the fabricated mask in the beam path, resulting in *η* = 87%

Alternatively, the CCD measurements shown in [Figs. 2(b)--(e)](#g002){ref-type="fig"} were used to determine the transmission efficiency. The relative energy in the DH-PSF image with respect to the energy in the standard PSF image was found to be 83.4% and 95.8%, for the experimental and theoretical cases, respectively. The transmission efficiency of the phase mask is given by the ratio of these numbers leading to *η* = 87%. The theoretical relative energy was used to compensate the experimental relative energy for the effects of a finite detector. The transmission efficiency found by the two methods described above turned out to be the same.

The remaining 13% of the energy that is not transmitted is lost in reflection, absorption, and scattering. Specular and diffused reflection account for about 11% and can be easily reduced using anti-reflection coatings. Absorption and scattering can be reduced by improving the optical material quality, for instance, by transferring the mask to glass or quartz.

Another measure of the functional efficiency for the fabricated mask is the ratio of the experimental peak intensities for the standard and DH-PSF, \[I~STD~/I~DH~\]^EXP^, as compared to the theoretical value \[I~STD~/I~DH~\]^THEO^. These ratios were found to be 8.7 and 7.2 respectively giving a functional efficiency, \[I~STD~/I~DH~\]^THEO^/\[I~STD~/I~DH~\]^EXP^ x100 = 83%. If this efficiency is compensated to take into account the transmission loss, it results in a functional efficiency of 83/.87 = 95%.

3.3. PSF characterization and calibration {#sec2-3}
-----------------------------------------

The phase mask is placed in a custom table top fluorescence microscope depicted in [Fig. 3](#g003){ref-type="fig"} Fig. 3The setup for DH-PSF characterization and PM-DH-PALM experiment. The objective, Obj is 1.3NA Zeiss Plan-NeoFluar, Lc is f = 100 mm achromat. TL, L1 and L2 are achromatic lenses with focal lengths, f~TL~ = 150 mm, f~L1~ = 100 mm and f~L2~ = 150 mm, respectively. The phase mask is positioned at the back focal plane of L1 (front focal plane of L2) using an *x*-*y*-*z* translation stage.. The setup consists of a 488 nm Argon line for the excitation beam and a 405 nm laser diode for the activation beam (for PALM experiments). Both beams are coupled into the microscope objective (Plan-Neofluar Zeiss, NA = 1.3) using lens Lc of focal length f = 100 mm. A dichroic D1 (Omega QMAX 410) is used to combine the 488 nm and 405 nm beams, while dichroic D2 (Semrock Di01-R405/488/561/635) separates the excitation and activation beams from the emitted signal (at 514 nm). An achromatic lens, TL with f = 150 mm, together with the objective provides a magnification of 91X at the intermediate image plane (dashed line). The fabricated phase mask is placed in the Fourier plane of a 4F relay system such that the back focal plane of the microscope objective (which is inaccessible) is imaged onto the phase mask. The first lens L1 of the relay system is of focal length f = 100 mm. A second lens L2, f = 150 mm focuses the field onto the camera (Andor iXon EMCCD) for a total system magnification of \~137X. An iris is placed close to the phase mask to stop the beam down to the diameter of the fabricated mask, 2.7 mm. This limiting aperture reduces the NA of the system to 1.23. The fabricated mask is mounted on an *x*-*y*-*z* translation stage for precise alignment. A band pass emission filter (Omega QMAX 510-560) is placed in the beam path. The camera is cooled to −80°C for all experiments. The samples are mounted on a 3D, nanometer resolution piezo translation stage (Physike Instrumente PZ 164E).

The calibration of the DH-PSF is accomplished by imaging a slide containing quantum dots (QD-525, Invitrogen) which are mounted in a 90% glycerol solution. Quantum dot blinking was not observed in this medium at the imaging rates used in all the reported experiments.

The quantum dots were chosen so that the emission spectrum closely resembles that of PA-GFP (photo-activatable green fluorescent protein) for future use in PM-DH-PALM. [Figure 4(a)](#g004){ref-type="fig"} Fig. 4The transverse (*x*-*y*) images for different *z* positions are shown for (a) the experimental PSF obtained with the fabricated DH phase mask, (b) the simulated PSF using the measured surface profile of the DH mask, and (c) the simulated PSF using the original mask design. System parameters are NA = 1.23 and M = 137X. The scale bar is 1 µm. (d) Calibration curve showing the plot of the DH-PSF rotation angle versus the axial position of the emitter, for the experimental PSF and, for comparison, the same plot for the ideal PSF obtained from the mask design. shows the image of a quantum dot cluster generating the shape of two lobes rotating with defocus to form a double-helix. The axial range of this system, corresponding to 180° rotation of the two lobes of double-helix, is 4 µm. The sample is translated through the full range in 100 nm intervals for calibration purposes. 60 images with 100 ms exposure are acquired at each axial position.

For comparison, the PSFs generated numerically using the measured mask (from profilometer data), as well as the ideal design, are shown in [Figs. 4(b) and (c)](#g004){ref-type="fig"} respectively. The experimental PSF in [Fig. 4(a)](#g004){ref-type="fig"} is blurred relative to the PSFs in [Fig. 4(b) or (c)](#g004){ref-type="fig"} because the imaged particle was a quantum dot aggregate, which contributes to an increase in the lobe size relative to an ideal point source.

The relation between axial position and the rotation angle of the two lobes, generates a calibration curve, which is calculated with an angle estimator (AE) \[[@r12]\] and is shown in [Fig. 4(d)](#g004){ref-type="fig"}. The AE calculates the weighted centroid of each lobe to give the rotation angle of the PSF at each *z* position. The transverse position is estimated by the midpoint of the weighted centroids. The calibration curve matches the theoretical prediction very well in the axial region from *z* = 1 µm to 3.9 µm. Due to aberrations in the intensity profile for the region *z* \< 1 µm, we did not consider it further in the analysis.

Interestingly, in the calibration curve for the simulated PSF, the full range of the rotation angle established by the AE is ± 70°, even though the two peaks of the PSF are seen to rotate by ± 90°. This difference is because the AE used here searches for two lobes by adaptively thresholding and calculating the weighted centroid of each lobe. The resulting thresholded lobes are not restricted to a particular shape around the peak. As a result, the weighted centroid is shifted with respect to the intensity peak for each lobe leading to a smaller rotation angle value.

The calibration data in [Fig. 4(d)](#g004){ref-type="fig"} is also used to estimate the precision of the 3D position estimator along the axial range of operation \[[@r12]\]. The AE provides the *x*, *y* position and rotation angle from the image. With the known rotation angle, the *z* position is then determined from the calibration curve. The precision of the estimations with varying *z* position are shown in [Fig. 5](#g005){ref-type="fig"} Fig. 5The precisions of the estimated x, y and z positions using the Angle Estimator for the quantum dot cluster used in the calibration.. For the 3 µm axial range the average precision is σ(*X*,*Y*,*Z*) = (3.8 nm, 2.4 nm, 3.7 nm). For this quantum dot cluster, the number of photons detected in the two lobes at focus were 56000 ± 9400. If necessary, this precision can be improved by using the pattern matching maximum-likelihood estimator (MLE) \[[@r29]\].

4. Phase-Mask Double-Helix Photo-Activation Localization Microscopy- PM-DH-PALM {#sec1-4}
===============================================================================

Results in the previous sections establish the capability of the fabricated mask to perform the DH functionality in a microscope setup. In this section we report on the use of this microscope for 3D PALM. In the PM-DH-PALM modality, a sparse set of photo-activatable fluorescent molecules in an initial inactive (non-fluorescence) state are stochastically photo-activated with an activation beam (405 nm for PA-GFP) to the fluorescent state. In a second step, an excitation laser (488 nm in case of PA-GFP) is used to excite these activated fluorescent molecules for imaging \[[@r2],[@r3]\]. By controlling the exposure (power and duration) of the activation light, the number of activated and imaged molecules can be controlled \[[@r3]\]. In the PM-DH-PALM modality, images of individual fluorescent molecules are seen as double spots, corresponding to the DH-PSF, until they turn off due to photobleaching. These images are used to estimate the 3D positions of the fluorescent molecules. Cycling the reactivation beam allows a different set of molecules to be imaged in every exposure. The acquisition of multiple images over time provides information about the precise distribution of molecules in the 3D volume. In 3D PALM, the spatial overlap of molecules closer than the diffraction limit is no longer the physical limit to resolution. Instead the limiting process becomes the 3D localization precision.

To test the performance of the DH-PSF microscope, the localization precision of a quantum dot was measured to be σ~QD~(*X*,*Y*,*Z*) = (10 nm, 13 nm, 38 nm) with an average of \~8551 ± 1062 detected photons. A representative image of the quantum dot as well as histograms for position estimation of 150 images are shown in [Figs. 6(a)--(d)](#g006){ref-type="fig"} Fig. 6(a) An image of the quantum dot. The scale bar is 500 nm. The 3D position of the quantum dot was estimated using the Angle Estimator. Panels (b), (c) and (d) show the histogram of 150 position estimations along *x*, *y* and *z* dimensions.. This quantum dot was mounted in the PALM sample and was used as a fiduciary. Hence these measurements were performed under the same experimental conditions of single molecules in the PM-DH-PALM experiment, including background noise and sample induced aberrations.

4.1. PM-DH-PALM Experiment {#sec2-4}
--------------------------

Samples of the PtK1 (Rat Kangaroo Kidney Epithelial) cells expressing PA-GFP-tubulin were prepared for the PM-DH-PALM experiment. These cells were mounted in the same 90% glycerol solution as used for the calibration sample in section 3.3. The experimental setup is given in [Fig. 3](#g003){ref-type="fig"}. The excitation beam at 488 nm remains on throughout the experiment. The 405 nm activation laser diode was controlled to turn on for 1.5 seconds at an interval of 10.5 seconds so as to bleach as many of the activated molecules as possible before turning on others in next activation cycle. The images were acquired for 47 minutes with 200 ms exposure time. To monitor the spatial drift over time, quantum dots acting as fiduciaries were mounted in the PtK1 cell samples.

4.2. Data Analysis {#sec2-5}
------------------

A time-series of images was acquired for analysis. In order to identify the potential single-molecules, we implemented low-pass filtering and spatially varying background subtraction \[[@r30]\] followed by adaptive thresholding. The potential molecule images were then tested for the size of the lobes and the distance between the two lobes against the values obtained for these parameters from the calibration data. Confirmed molecules are then used to estimate the *x*, *y* and *z* positions with the AE \[[@r12]\]. Drift of the sample while PALM imaging was recorded by use of two fiduciary quantum dots which were constantly emitting at the edges of the field. The estimated 3D positions for all the molecules were corrected for the drift. The 3D distribution of molecules in the sample after reconstruction is shown in [Fig. 7(a)](#g007){ref-type="fig"} Fig. 73D single PA-GFP-tubulin molecule localizations in PtK1 cells using PM-DH-PALM with a surface relief phase mask. (a) 3D image of the reconstructed region. The colormap encodes depth. (b) image of one detected molecule (see text for details). The scale bar is 500 nm. The estimation of the 3D position for this single molecule was done using the Angle Estimator. (c), (d) and (e) show the histogram of 37 position estimations along *x*, *y* and *z*..

For a bright molecule with an average of 6985 ± 1390 photons detected per image, the localization precisions along each dimension were calculated to be σ~Molecule~(*X*,*Y*,*Z*) = (18 nm, 30 nm, 55 nm). A representative image and histograms using 37 estimations for 3D positions are shown in [Figs. 7(b)--(e)](#g007){ref-type="fig"}.

[Figure 8](#g008){ref-type="fig"} Fig. 8Average performance of the PM-DH-PALM experiment: (a) Histogram of the number of molecules observed with a given number of photons detected in the two DH lobes. Median number of photons is 911. (b)-(d) show the histograms of 3D position estimations of identified molecules with detected photons in the range 850 to 950. The observed precision was σ(*X*,*Y*,*Z*) = (33 nm, 30 nm, 76 nm). displays the average precision performance of the PM-DH-PALM experiment. The detected time series provided 15,433 molecule images. [Figure 8(a)](#g008){ref-type="fig"} shows a histogram reporting the number of molecules observed with a given number of detected photons in the two lobes of each DH-PSF image. The median number of photons detected per image was 911. If a double-lobed image appeared in consecutive images (closer than 250 nm in the transverse and 500 nm in the axial direction) it was identified as belonging to a single molecule. In this way, the number of identified molecules was 9313; among them, molecules for which 850 to 950 photons per image were detected led to a localization precision σ(*X*,*Y*,*Z*) = (33 nm, 30 nm, 76 nm). This precision was calculated for molecules emitting for at least four consecutive images. The histograms in [Figs. 8(b)--(d)](#g008){ref-type="fig"} show the mean-subtracted (*x*, *y, z*) positions for each estimation.

5. Discussion {#sec1-5}
=============

These particle localization and PM-DH-PALM experiments are representative of the PM-DH microscope capability for super-resolution microscopy and photon-limited imaging. Because few tools are currently available to increase the fluorescence emission of single-molecule fluorophores, the efficient photon collection by phase masks is critical for 3D DH-PALM imaging.

In the reported experiments, surface reflections and scattering within the phase mask are responsible for a 13% percent light loss relative to a standard fluorescence setup. However these losses can be further mitigated by use of anti-reflection coatings and improved fabrication processes. Phase masks could also be fabricated by other means beyond gray-level lithography, for instance via graded index materials or multilevel diffractive optics.

SLM implementations of DH microscopes have been reported elsewhere \[[@r9],[@r12]--[@r15]\]. SLMs require more complicated setups than fixed phase masks but the PSFs they generate are of comparable quality to those of [Fig. 4](#g004){ref-type="fig"} \[[@r9]\]. However, with current state-of-the-art modulation technology, for isotropic emitters, at best, a maximum efficiency of only 47.5% is possible, which is about half of the demonstrated efficiency for the fixed phase mask. Hence, if the PALM experiments had been performed with a SLM based setup, the estimation of molecule positions would have been significantly less precise (by about a factor of 2). To compensate for this loss, the number of photons collected per molecule image could be increased by raising the excitation power but this is associated with an increase in background auto-fluorescence and potential photodamage.

Surface-relief phase-mask based microscopes present the advantages of high transmission efficiency, accurate DH-PSF reproduction, and ease of integration. On the other hand, SLM microscopes provide fast and adaptive manipulation of the PSF. Such flexibility could prove handy, for example, when experimenting with fluorophores with different emission spectra. However, prior work has shown \[[@r25]\] that DH-PSF mask designs provide a working bandwidth of 100 nm, suggesting that a few fixed phase masks would suffice for most applications.

In the implementation reported here, we used a custom microscope built on an optical table and a 4F system to image the back focal plane of the objective onto the mask. However, fixed phase masks can be easily incorporated in commercially available microscopes by insertion at the back aperture of the objective.

In conclusion, we demonstrated a DH-PSF microscope with efficient photon collection and its application in 3D PALM. Efficient phase masks open the way for photon efficient DH microscopy collecting in excess of 90% of photons relative to standard microscopes. DH surface relief phase masks also provide an easy path to integrate the technique with conventional microscopes.
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